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Case Narrative

Client: ENTACT, LLC TestAmerica Job ID: 600-116917-1
Project/Site: Malone TX Superfund SW

Job ID: 600-116917-1

Laboratory: TestAmerica Houston

Narrative

Job Narrative
600-116917-1

Comments
No additional comments.

Receipt
The sample was received on 8/26/2015 9:28 AM; the sample arrived in good condition, properly preserved and, where required, on ice.
The temperature of the cooler at receipt was 6.8° C.

GC/MS VOA
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

GC/MS Semi VOA
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

Metals

Method(s) 200.7 Rev 4.4: The method blank for Prep Batch 170442 contained Barium, Manganese, and Zinc above the method detection
limit. These target analyte concentrations were less than the reporting limit (RL); therefore, re-extraction and/or re-analysis of samples
was not performed.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

General Chemistry
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

Organic Prep
Method(s) 3510C, 625: Insufficient sample volume was available to perform a matrix spike/matrix spike duplicate (MS/MSD) associated
with 170381.

Method(s) 625: Elevated reporting limits are provided for the following sample due to insufficient sample provided for preparation: East
Impoundment (600-116917-1).

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.
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Method Summary
Client: ENTACT, LLC TestAmerica Job ID: 600-116917-1
Project/Site: Malone TX Superfund SW

Method Method Description Protocol Laboratory

624 Volatile Organic Compounds (GC/MS) unpreserved 40CFR136A TAL HOU
625 Base/Neutral and Acid Organics in Wastewater 40CFR136A TAL HOU

200.7 ICP Metals by 200.7 EPA TAL HOU

2451 Mercury (CVAA) EPA TAL HOU

1664A HEM and SGT-HEM by Extraction and Gravimetry EPA TAL HOU

2540 D-1997 Solids, Total Suspended (TSS) - SM Online, 2011 SM-Online TAL HOU

335.4 Cyanide, Total (Semi-Automated Colorimetry) MCAWW TAL HOU

8000 Chemical Oxygen Demand (COD) Colorimetric Hach TAL HOU

9040B pH SW846 TAL HOU

Protocol References:

40CFR136A = "Methods for Organic Chemical Analysis of Municipal Industrial Wastewater", 40CFR, Part 136, Appendix A, October 26, 1984 and

subsequent revisions.
EPA = US Environmental Protection Agency

Hach = Hach Company

MCAWW = "Methods For Chemical Analysis Of Water And Wastes", EPA-600/4-79-020, March 1983 And Subsequent Revisions.
SM-Online = Standard Methods Online

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:
TAL HOU = TestAmerica Houston, 6310 Rothway Street, Houston, TX 77040, TEL (713)690-4444
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Sample Summary
Client: ENTACT, LLC TestAmerica Job ID: 600-116917-1
Project/Site: Malone TX Superfund SW

Lab Sample ID Client Sample ID Matrix Collected Received
600-116917-1 East Impoundment Water 08/26/15 07:00 08/26/15 09:28

TestAmerica Houston
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Client Sample Results

Client: ENTACT, LLC
Project/Site: Malone TX Superfund SW

TestAmerica Job ID: 600-116917-1

Client Sample ID: East Impoundment
Date Collected: 08/26/15 07:00
Date Received: 08/26/15 09:28

Lab Sample ID: 600-116917-1
Matrix: Water

7Method: 624 - Volatile Organic Compounds (GC/MS) unpreserved

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Acrylonitrile 5.09 U 20.0 5.09 ug/L B 08/28/15 00:19 1
Benzene 0.560 U 5.00 0.560 ug/L 08/28/15 00:19 1
Carbon tetrachloride 0.920 U 5.00 0.920 ug/L 08/28/15 00:19 1
Chlorobenzene 0.820 U 5.00 0.820 ug/L 08/28/15 00:19 1
Chloroethane 173 U 10.0 1.73 ug/L 08/28/15 00:19 1
Chloroform 0.820 U 5.00 0.820 ug/L 08/28/15 00:19 1
Chloromethane 0.850 U 10.0 0.850 ug/L 08/28/15 00:19 1
Dichlorobenzene, 1,2- 0.530 U 5.00 0.530 ug/L 08/28/15 00:19 1
Dichlorobenzene, 1,3- 0.210 U 5.00 0.210 ug/L 08/28/15 00:19 1
Dichlorobenzene, 1,4- 0.910 U 5.00 0.910 ug/L 08/28/15 00:19 1
Dichloroethane, 1,1- 0.500 U 5.00 0.500 ug/L 08/28/15 00:19 1
Dichloroethane, 1,2- 1.01 U 5.00 1.01 ug/L 08/28/15 00:19 1
Dichloroethylene, 1,1- 0.760 U 5.00 0.760 ug/L 08/28/15 00:19 1
Dichloroethylene, trans-1,2 0.880 U 5.00 0.880 ug/L 08/28/15 00:19 1
Dichloropropane, 1,2- 141 U 5.00 1.41 ug/L 08/28/15 00:19 1
Dichloropropene, cis 1,3- 0.970 U 5.00 0.970 ug/L 08/28/15 00:19 1
Dichloropropene, trans 1,3- 0.590 U 5.00 0.590 ug/L 08/28/15 00:19 1
Ethylbenzene 129 U 5.00 1.29 ug/L 08/28/15 00:19 1
Methylene Chloride 143 U 10.0 1.43 ug/L 08/28/15 00:19 1
Tetrachloroethylene 124 U 5.00 1.24 ug/L 08/28/15 00:19 1
Toluene 0.550 U 5.00 0.550 ug/L 08/28/15 00:19 1
Trichlorobenzene, 1,2,4- 0.410 U 5.00 0.410 ug/L 08/28/15 00:19 1
Trichloroethane, 1,1,1- 0.980 U 5.00 0.980 ug/L 08/28/15 00:19 1
Trichloroethane, 1,1,2- 0.530 U 5.00 0.530 ug/L 08/28/15 00:19 1
Trichloroethylene 1.58 U 5.00 1.58 ug/L 08/28/15 00:19 1
Vinyl chloride 0.850 U 5.00 0.850 ug/L 08/28/15 00:19 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 83 70-130 08/28/15 00:19 1
Toluene-d8 (Surr) 96 70-130 08/28/15 00:19 1
Method: 625 - Base/Neutral and Acid Organics in Wastewater

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Acenaphthene 0.780 U 10.0 0.780 ug/L ~ 08/27/1510:23 08/28/15 09:30 1
Acenaphthylene 0.950 U 10.0 0.950 ug/L 08/27/15 10:23 08/28/15 09:30 1
Anthracene 0.760 U 10.0 0.760 ug/L 08/27/15 10:23 08/28/15 09:30 1
Benzo[a]anthracene 0.580 U 10.0 0.580 ug/L 08/27/15 10:23 08/28/15 09:30 1
Benzo[a]pyrene 0.520 U 10.0 0.520 ug/L 08/27/15 10:23 08/28/15 09:30 1
Benzo[b]fluoranthene 0.630 U 10.0 0.630 ug/L 08/27/15 10:23 08/28/15 09:30 1
Benzo[k]fluoranthene 0.330 U 10.0 0.330 ug/L 08/27/15 10:23 08/28/15 09:30 1
Bis(2-ethylhexyl) phthalate 1.28 J 10.0 1.04 ug/L 08/27/15 10:23 08/28/15 09:30 1
Chrysene 0.660 U 10.0 0.660 ug/L 08/27/15 10:23 08/28/15 09:30 1
Diethyl phthalate 114 U 10.0 1.14 ug/L 08/27/15 10:23 08/28/15 09:30 1
Dimethyl phenol, 2,4- 134 U 10.0 1.34 ug/L 08/27/15 10:23 08/28/15 09:30 1
Dimethylphthalate 0.770 U 10.0 0.770 ug/L 08/27/15 10:23 08/28/15 09:30 1
Di-n-butyl phthalate 1.04 U 10.0 1.04 ug/L 08/27/15 10:23 08/28/15 09:30 1
Dinitro-2-methylphenol, 4,6- 1.04 U 50.0 1.04 ug/L 08/27/15 10:23 08/28/15 09:30 1
(dinitro-o-cresol, 4, 6-)

Dinitrophenol, 2,4- 0.890 U 50.0 0.890 ug/L 08/27/15 10:23 08/28/15 09:30 1
Fluoranthene 1.06 U 10.0 1.06 ug/L 08/27/15 10:23 08/28/15 09:30 1
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Client: ENTACT, LLC
Project/Site: Malone TX Superfund SW

Client Sample Results

TestAmerica Job ID: 600-116917-1

Client Sample ID: East Impoundment

Date Collected: 08/26/15 07:00
Date Received: 08/26/15 09:28

Lab Sample ID: 600-116917-1

Matrix: Water

Method: 625 - Base/Neutral and Acid Organics in Wastewater (Continued)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Fluorene 0.910 U 10.0 0.910 ug/L ~ 08/27/1510:23 08/28/15 09:30 1
Hexachlorobenzene 0.900 U 10.0 0.900 ug/L 08/27/15 10:23 08/28/15 09:30 1
Hexachlorobutadiene 1.16 U 10.0 1.16 ug/L 08/27/15 10:23 08/28/15 09:30 1
Hexachloroethane 1.30 U 10.0 1.30 ug/L 08/27/15 10:23 08/28/15 09:30 1
Naphthalene 0.850 U 10.0 0.850 ug/L 08/27/15 10:23 08/28/15 09:30 1
Nitrobenzene 138 U 10.0 1.38 ug/L 08/27/15 10:23 08/28/15 09:30 1
Nitrophenol, o- 123 U 10.0 1.23 ug/L 08/27/15 10:23 08/28/15 09:30 1
Nitrophenol, p- 0.990 U 50.0 0.990 ug/L 08/27/15 10:23 08/28/15 09:30 1
Phenanthrene 0.790 U 10.0 0.790 ug/L 08/27/15 10:23 08/28/15 09:30 1
Phenol 0.700 U 10.0 0.700 ug/L 08/27/15 10:23 08/28/15 09:30 1
Pyrene 0.900 U 10.0 0.900 ug/L 08/27/15 10:23 08/28/15 09:30 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
2,4,6-Tribromophenol 55 12.138 08/27/15 10:23 08/28/15 09:30 1
2-Fluorophenol 28 10-130 08/27/15 10:23 08/28/15 09:30 1
Nitrobenzene-d5 49 35-130 08/27/15 10:23 08/28/15 09:30 1
Phenol-d5 23 10-130 08/27/15 10:23 08/28/15 09:30 1
Terphenyl-d14 79 43-130 08/27/15 10:23 08/28/15 09:30 1
2-Fluorobiphenyl! 49 41-130 08/27/15 10:23 08/28/15 09:30 1
Method: 200.7 - ICP Metals by 200.7

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Arsenic 0.00300 J 0.0100 0.00285 mg/L ~ 08/27/1512:02 08/28/15 12:33 1
Barium 0.0311 b 0.0200  0.000530 mg/L 08/27/15 12:02 08/28/15 12:33 1
Cadmium 0.000280 U 0.00500  0.000280 mg/L 08/27/15 12:02 08/28/15 12:33 1
Chromium 0.00270 J 0.0100 0.00159 mg/L 08/27/15 12:02 08/28/15 12:33 1
Copper 0.00270 J 0.0100  0.000600 mg/L 08/27/15 12:02 08/28/15 12:33 1
Lead 0.00219 U 0.0100 0.00219 mg/L 08/27/15 12:02 08/28/15 12:33 1
Manganese 0.0530 b 0.0100  0.000360 mg/L 08/27/1512:02 08/28/15 12:33 1
Nickel 0.00160 J 0.0100  0.000800 mg/L 08/27/1512:02 08/28/15 12:33 1
Selenium 0.00287 U 0.0400 0.00287 mg/L 08/27/1512:02 08/28/15 12:33 1
Silver 0.00129 U 0.0100 0.00129 mg/L 08/27/15 12:02 08/28/15 12:33 1
Zinc 0.0130 Jb 0.0300 0.00143 mg/L 08/27/15 12:02 08/28/15 12:33 1
Method: 245.1 - Mercury (CVAA)

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Mercury 0.0820 U 0.200 0.0820 ug/L ~ 08/27/1506:42 08/27/15 13:20 1
General Chemistry

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
HEM 1.05 J 3.16 1.05 mg/L ~ 08/28/1512:09 08/28/1512:13 1
Cyanide, Total 4.05 J 10.0 3.08 ug/L 08/26/15 21:20 1
Chemical Oxygen Demand 16.8 10.0 246 mg/L 08/27/15 08:00 1
Analyte Result Qualifier RL RL Unit D Prepared Analyzed Dil Fac
Total Suspended Solids 17.8 2.00 2.00 mg/L B 08/27/15 06:46 1
pH 7.84 0.0100 0.0100 SU 08/26/15 19:05 1
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Definitions/Glossary

Client: ENTACT, LLC
Project/Site: Malone TX Superfund SW

TestAmerica Job ID: 600-116917-1

Qualifiers

GC/MS VOA

Qualifier Qualifier Description

U Analyte was not detected at or above the SDL.

GC/MS Semi VOA

Qualifier Qualifier Description

U Analyte was not detected at or above the SDL.

J Result is less than the MQL but greater than or equal to the SDL and the concentration is an estimated value.
Metals

Qualifier Qualifier Description

U Analyte was not detected at or above the SDL.

J Result is less than the MQL but greater than or equal to the SDL and the concentration is an estimated value.
b The compound was found in the blank and sample

General Chemistry

Qualifier Qualifier Description

J Result is less than the MQL but greater than or equal to the SDL and the concentration is an estimated value.
U Analyte was not detected at or above the SDL.

Glossary

Abbreviation These commonly used abbreviations may or may not be present in this report.

=} Listed under the "D" column to designate that the result is reported on a dry weight basis
%R Percent Recovery

CFL Contains Free Liquid

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MDC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not detected at the reporting limit (or MDL or EDL if shown)
PQL Practical Quantitation Limit

QC Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points
TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)
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Surrogate Summary

Client: ENTACT, LLC TestAmerica Job ID: 600-116917-1
Project/Site: Malone TX Superfund SW

Method: 624 - Volatile Organic Compounds (GC/MS) unpreserved

Matrix: Water Prep Type: Total/NA

Percent Surrogate Recovery (Acceptance Limits)
12DCE TOL

Lab Sample ID Client Sample ID (70-130) (70-130)
600-116917-1 East Impoundment 83 96
LCS 600-170410/4 Lab Control Sample 90 84
LCSD 600-170410/5 Lab Control Sample Dup 92 74
MB 600-170410/9 Method Blank 89 97

Surrogate Legend E

12DCE = 1,2-Dichloroethane-d4 (Surr)

TOL = Toluene-d8 (Surr)

Method: 625 - Base/Neutral and Acid Organics in Wastewater
Matrix: Water

Prep Type: Total/NA

Percent Surrogate Recovery (Acceptance Limits)

TBP 2FP NBZ PHL TPH FBP
Lab Sample ID Client Sample ID (12-138) (10-130) (35-130) (10-130) (43-130) (41-130)
600-116917-1 East Impoundment 55 28 49 23 79 49
LCS 600-170381/2-A Lab Control Sample 84 81 84 87 94 79
MB 600-170381/1-A Method Blank 82 81 92 88 100 83

Surrogate Legend

TBP = 2,4,6-Tribromophenol
2FP = 2-Fluorophenol

NBZ = Nitrobenzene-d5
PHL = Phenol-d5

TPH = Terphenyl-d14

FBP = 2-Fluorobiphenyl
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Client: ENTACT, LLC
Project/Site: Malone TX Superfund SW

QC Sample Results

TestAmerica Job ID: 600-116917-1

Method: 624 - Volatile Organic Compounds (GC/MS) unpreserved

Lab Sample ID: MB 600-170410/9
Matrix: Water
Analysis Batch: 170410

Client Sample ID: Method Blank

Prep Type: Total/NA

MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Acrylonitrile 5.09 U 20.0 5.09 ug/L B 08/27/15 13:57 1
Benzene 0.560 U 5.00 0.560 ug/L 08/27/15 13:57 1
Carbon tetrachloride 0.920 U 5.00 0.920 ug/L 08/27/15 13:57 1
Chlorobenzene 0.820 U 5.00 0.820 ug/L 08/27/15 13:57 1
Chloroethane 1.73 U 10.0 1.73 ug/L 08/27/15 13:57 1
Chloroform 0.820 U 5.00 0.820 ug/L 08/27/15 13:57 1
Chloromethane 0.850 U 10.0 0.850 ug/L 08/27/15 13:57 1
Dichlorobenzene, 1,2- 0.530 U 5.00 0.530 ug/L 08/27/15 13:57 1
Dichlorobenzene, 1,3- 0.210 U 5.00 0.210 ug/L 08/27/15 13:57 1
Dichlorobenzene, 1,4- 0.910 U 5.00 0.910 ug/L 08/27/15 13:57 1
Dichloroethane, 1,1- 0.500 U 5.00 0.500 ug/L 08/27/15 13:57 1
Dichloroethane, 1,2- 1.01 U 5.00 1.01 ug/L 08/27/15 13:57 1
Dichloroethylene, 1,1- 0.760 U 5.00 0.760 ug/L 08/27/15 13:57 1
Dichloroethylene, trans-1,2 0.880 U 5.00 0.880 ug/L 08/27/15 13:57 1
Dichloropropane, 1,2- 141 U 5.00 1.41 ug/L 08/27/15 13:57 1
Dichloropropene, cis 1,3- 0.970 U 5.00 0.970 ug/L 08/27/15 13:57 1
Dichloropropene, trans 1,3- 0.590 U 5.00 0.590 ug/L 08/27/15 13:57 1
Ethylbenzene 129 U 5.00 1.29 ug/L 08/27/15 13:57 1
Methylene Chloride 143 U 10.0 1.43 ug/L 08/27/15 13:57 1
Tetrachloroethylene 1.24 U 5.00 1.24 ug/L 08/27/15 13:57 1
Toluene 0.550 U 5.00 0.550 ug/L 08/27/15 13:57 1
Trichlorobenzene, 1,2,4- 0.410 U 5.00 0.410 ug/L 08/27/15 13:57 1
Trichloroethane, 1,1,1- 0.980 U 5.00 0.980 ug/L 08/27/15 13:57 1
Trichloroethane, 1,1,2- 0.530 U 5.00 0.530 ug/L 08/27/15 13:57 1
Trichloroethylene 1.58 U 5.00 1.58 ug/L 08/27/15 13:57 1
Vinyl chloride 0.850 U 5.00 0.850 ug/L 08/27/15 13:57 1

MB MB
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 89 70-130 08/27/15 13:57 1
Toluene-d8 (Surr) 97 70-130 08/27/15 13:57 1
Lab Sample ID: LCS 600-170410/4 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170410

Spike LCS LCS %Rec.

Analyte Added Result Qualifier Unit D %Rec Limits
Acrylonitrile 500 5915 ug/L 118 57-178
Benzene 50.0 51.08 ug/L 102 37-151
Carbon tetrachloride 50.0 45.15 ug/L 90 70-140
Chlorobenzene 50.0 41.26 ug/L 83 37-160
Chloroethane 50.0 52.53 ug/L 105 14 .230
Chloroform 50.0 46.72 ug/L 93 51.138
Chloromethane 50.0 51.31 ug/L 103 10-273
Dichlorobenzene, 1,2- 50.0 41.21 ug/L 82 18-190
Dichlorobenzene, 1,3- 50.0 41.20 ug/L 82 59 .156
Dichlorobenzene, 1,4- 50.0 41.89 ug/L 84 18-190
Dichloroethane, 1,1- 50.0 49.36 ug/L 99 59.155
Dichloroethane, 1,2- 50.0 45.62 ug/L 91 49.155
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Client: ENTACT, LLC

QC Sample Results

Project/Site: Malone TX Superfund SW

TestAmerica Job ID: 600-116917-1

Method: 624 - Volatile Organic Compounds (GC/MS) unpreserved (Continued)

Lab Sample ID: LCS 600-170410/4

Matrix: Water

Analysis Batch: 170410

Client Sample ID: Lab Control Sample

Prep Type: Total/NA

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Dichloroethylene, 1,1- 50.0 48.85 ug/L o 98 10-234
Dichloroethylene, trans-1,2 50.0 48.99 ug/L 98 54 _156
Dichloropropane, 1,2- 50.0 51.29 ug/L 103 10-210
Dichloropropene, cis 1,3- 50.0 48.46 ug/L 97 10-227
Dichloropropene, trans 1,3- 50.0 42.00 ug/L 84 17-183
Ethylbenzene 50.0 4411 ug/L 88 37-162
Methylene Chloride 50.0 50.64 ug/L 101 10-221
Tetrachloroethylene 50.0 39.58 ug/L 79 64 -148
Toluene 50.0 45.96 ug/L 92  47-150
Trichlorobenzene, 1,2,4- 50.0 33.36 ug/L 67 26 -149
Trichloroethane, 1,1,1- 50.0 45.16 ug/L 90 52_-162
Trichloroethane, 1,1,2- 50.0 43.81 ug/L 88 52_-150
Trichloroethylene 50.0 45.00 ug/L 90 71-157
Vinyl chloride 50.0 48.60 ug/L 97 10-251

LCS LCS

Surrogate %Recovery Qualifier Limits
1,2-Dichloroethane-d4 (Surr) 90 70-130
Toluene-d8 (Surr) 84 70-130
Lab Sample ID: LCSD 600-170410/5 Client Sample ID: Lab Control Sample Dup
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170410

Spike LCSD LCSD %Rec. RPD
Analyte Added Result Qualifier Unit D %Rec Limits RPD Limit
Acrylonitrile 500 615.7 ug/L o 123 57-178 4 20
Benzene 50.0 50.56 ug/L 101 37-151 1 20
Carbon tetrachloride 50.0 42.93 ug/L 86 70-140 5 20
Chlorobenzene 50.0 40.97 ug/L 82 37-160 1 20
Chloroethane 50.0 51.40 ug/L 103 14230 2 20
Chloroform 50.0 46.07 ug/L 92 51-138 1 20
Chloromethane 50.0 54.13 ug/L 108 10-273 5 20
Dichlorobenzene, 1,2- 50.0 38.96 ug/L 78 18-190 6 20
Dichlorobenzene, 1,3- 50.0 39.55 ug/L 79 59.156 4 20
Dichlorobenzene, 1,4- 50.0 38.68 ug/L 77 18-190 8 20
Dichloroethane, 1,1- 50.0 49.47 ug/L 99 59.155 0 20
Dichloroethane, 1,2- 50.0 46.75 ug/L 94  49_.155 2 20
Dichloroethylene, 1,1- 50.0 49.10 ug/L 98 10-234 1 20
Dichloroethylene, trans-1,2 50.0 47.92 ug/L 96 54156 2 20
Dichloropropane, 1,2- 50.0 52.05 ug/L 104 10-210 1 20
Dichloropropene, cis 1,3- 50.0 42.56 ug/L 85 10-227 13 20
Dichloropropene, trans 1,3- 50.0 38.55 ug/L 77 17 -183 9 20
Ethylbenzene 50.0 41.60 ug/L 83 37-162 6 20
Methylene Chloride 50.0 51.36 ug/L 103 10-221 1 20
Tetrachloroethylene 50.0 35.98 ug/L 72 64 - 148 10 20
Toluene 50.0 39.18 ug/L 78  47-150 16 20
Trichlorobenzene, 1,2,4- 50.0 33.26 ug/L 67 26 -149 0 20
Trichloroethane, 1,1,1- 50.0 43.95 ug/L 88 52_162 3 20
Trichloroethane, 1,1,2- 50.0 41.72 ug/L 83 52_150 5 20
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Client: ENTACT, LLC
Project/Site: Malone TX Superfund SW

QC Sample Results

TestAmerica Job ID: 600-116917-1

Method: 624 - Volatile Organic Compounds (GC/MS) unpreserved (Continued)

Lab Sample ID: LCSD 600-170410/5

Matrix: Water

Analysis Batch: 170410

Client Sample ID: Lab Control Sample Dup

Prep Type: Total/NA

Spike LCSD LCSD %Rec. RPD
Analyte Added Result Qualifier Unit D %Rec Limits RPD Limit
Trichloroethylene 50.0 43.85 ug/L a 88 71-157 3 20
Vinyl chloride 50.0 46.69 ug/L 93 10-251 4 20

LCSD LCSD

Surrogate %Recovery Qualifier Limits
1,2-Dichloroethane-d4 (Surr) 92 70-130
Toluene-d8 (Surr) 74 70-130

Method: 625 - Base/Neutral and Acid Organics in Wastewater

Lab Sample ID: MB 600-170381/1-A

Matrix: Water

Analysis Batch: 170502

Client Sample ID: Method Blank

Prep Type: Total/NA
Prep Batch: 170381

MB MB

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Acenaphthene 0.780 U 10.0 0.780 ug/L ~ 08/27/1506:28 08/28/15 06:44 1
Acenaphthylene 0.950 U 10.0 0.950 ug/L 08/27/15 06:28 08/28/15 06:44 1
Anthracene 0.760 U 10.0 0.760 ug/L 08/27/15 06:28 08/28/15 06:44 1
Benzo[a]anthracene 0.580 U 10.0 0.580 ug/L 08/27/15 06:28 08/28/15 06:44 1
Benzo[a]pyrene 0.520 U 10.0 0.520 ug/L 08/27/15 06:28 08/28/15 06:44 1
Benzol[b]fluoranthene 0.630 U 10.0 0.630 ug/L 08/27/15 06:28 08/28/15 06:44 1
Benzol[k]fluoranthene 0.330 U 10.0 0.330 ug/L 08/27/15 06:28 08/28/15 06:44 1
Bis(2-ethylhexyl) phthalate 1.04 U 10.0 1.04 ug/L 08/27/15 06:28 08/28/15 06:44 1
Chrysene 0.660 U 10.0 0.660 ug/L 08/27/15 06:28 08/28/15 06:44 1
Diethyl phthalate 114 U 10.0 1.14 ug/L 08/27/15 06:28 08/28/15 06:44 1
Dimethyl phenol, 2,4- 134 U 10.0 1.34 ug/L 08/27/15 06:28 08/28/15 06:44 1
Dimethylphthalate 0.770 U 10.0 0.770 ug/L 08/27/15 06:28 08/28/15 06:44 1
Di-n-butyl phthalate 1.04 U 10.0 1.04 ug/L 08/27/15 06:28 08/28/15 06:44 1
Dinitro-2-methylphenol, 4,6- 1.04 U 50.0 1.04 ug/L 08/27/15 06:28 08/28/15 06:44 1
(dinitro-o-cresol, 4, 6-)

Dinitrophenol, 2,4- 0.890 U 50.0 0.890 ug/L 08/27/15 06:28 08/28/15 06:44 1
Fluoranthene 1.06 U 10.0 1.06 ug/L 08/27/15 06:28 08/28/15 06:44 1
Fluorene 0.910 U 10.0 0.910 ug/L 08/27/15 06:28 08/28/15 06:44 1
Hexachlorobenzene 0.900 U 10.0 0.900 ug/L 08/27/15 06:28 08/28/15 06:44 1
Hexachlorobutadiene 1.16 U 10.0 1.16 ug/L 08/27/15 06:28 08/28/15 06:44 1
Hexachloroethane 1.30 U 10.0 1.30 ug/L 08/27/15 06:28 08/28/15 06:44 1
Naphthalene 0.850 U 10.0 0.850 ug/L 08/27/15 06:28 08/28/15 06:44 1
Nitrobenzene 138 U 10.0 1.38 ug/L 08/27/15 06:28 08/28/15 06:44 1
Nitrophenol, o- 123 U 10.0 1.23 ug/L 08/27/15 06:28 08/28/15 06:44 1
Nitrophenol, p- 0.990 U 50.0 0.990 ug/L 08/27/15 06:28 08/28/15 06:44 1
Phenanthrene 0.790 U 10.0 0.790 ug/L 08/27/15 06:28 08/28/15 06:44 1
Phenol 0.700 U 10.0 0.700 ug/L 08/27/15 06:28 08/28/15 06:44 1
Pyrene 0.900 U 10.0 0.900 ug/L 08/27/15 06:28 08/28/15 06:44 1

MB MB

Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
2,4,6-Tribromophenol 82 12-138 08/27/15 06:28 08/28/15 06:44 1
2-Fluorophenol 81 10-130 08/27/15 06:28 08/28/15 06:44 1
Nitrobenzene-d5 92 35-130 08/27/15 06:28 08/28/15 06:44 1
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QC Sample Results

Client: ENTACT, LLC
Project/Site: Malone TX Superfund SW

TestAmerica

Job ID: 600-116917-1

Method: 625 - Base/Neutral and Acid Organics in Wastewater (Continued)

Lab Sample ID: MB 600-170381/1-A
Matrix: Water
Analysis Batch: 170502

Client Sample ID: Method Blank

Prep Type: Total/NA
Prep Batch: 170381

Page 13 of 23

MB MB
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
Phenol-d5 88 10-130 08/27/15 06:28 08/28/15 06:44 1
Terphenyl-d14 100 43-130 08/27/15 06:28 08/28/15 06:44 1
2-Fluorobipheny! 83 41-130 08/27/15 06:28 08/28/15 06:44 1
Lab Sample ID: LCS 600-170381/2-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170502 Prep Batch: 170381
Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Acenaphthene 50.0 39.47 ug/L a 79 47 - 145
Acenaphthylene 50.0 37.46 ug/L 75 33-145
Anthracene 50.0 46.13 ug/L 92 27-133
Benzo[a]anthracene 50.0 46.17 ug/L 92 33-143
Benzo[a]pyrene 50.0 48.64 ug/L 97 17-163
Benzo[b]fluoranthene 50.0 46.99 ug/L 94  24_159
Benzo[k]fluoranthene 50.0 49.39 ug/L 99 11-162
Bis(2-ethylhexyl) phthalate 50.0 48.77 ug/L 98 10-158
Chrysene 50.0 47.14 ug/L 94 17-168
Diethyl phthalate 50.0 41.71 ug/L 83 10-114
Dimethyl phenol, 2,4- 50.0 39.20 ug/L 78  32-119
Dimethylphthalate 50.0 40.00 ug/L 80 10-112
Di-n-butyl phthalate 50.0 48.02 ug/L 96 10-118
Dinitro-2-methylphenol, 4,6- 100 95.88 ug/L 9%  10-181
(dinitro-o-cresol, 4, 6-)
Dinitrophenol, 2,4- 100 77.26 ug/L 77 10-192
Fluoranthene 50.0 48.83 ug/L 98 26-137
Fluorene 50.0 40.58 ug/L 81 59.121
Hexachlorobenzene 50.0 43.30 ug/L 87 10-152
Hexachlorobutadiene 50.0 41.96 ug/L 84 24.116
Hexachloroethane 50.0 37.82 ug/L 76 40-113
Naphthalene 50.0 41.59 ug/L 83 21-133
Nitrobenzene 50.0 36.88 ug/L 74 35-180
Nitrophenol, o- 50.0 43.14 ug/L 86 29.182
Nitrophenol, p- 100 74.29 ug/L 74 10-132
Phenanthrene 50.0 46.18 ug/L 92 54120
Phenol 50.0 39.88 ug/L 80 10-112
Pyrene 50.0 44.03 ug/L 88 52-115
LCS LCS
Surrogate %Recovery Qualifier Limits
2,4,6-Tribromophenol 84 12-.138
2-Fluorophenol 81 10-130
Nitrobenzene-d5 84 35-130
Phenol-d5 87 10-130
Terphenyl-d14 94 43-130
2-Fluorobiphenyl 79 41-130
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Client: ENTACT, LLC
Project/Site: Malone TX Superfund SW

QC Sample Results

TestAmerica Job ID: 600-116917-1

Method: 200.7 - ICP Metals by 200.7

7Lab Sample ID: MB 600-170442/1-A
Matrix: Water
Analysis Batch: 170557

Client Sample ID: Method Blank
Prep Type: Total/NA
Prep Batch: 170442

MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Arsenic 0.00285 U 0.0100 0.00285 mg/L ~ 08/27/1512:02 08/28/15 12:22 1
Barium 0.0009000 J 0.0200  0.000530 mg/L 08/27/15 12:02 08/28/15 12:22 1
Cadmium 0.000280 U 0.00500  0.000280 mg/L 08/27/15 12:02 08/28/15 12:22 1
Chromium 0.00159 U 0.0100 0.00159 mg/L 08/27/15 12:02 08/28/15 12:22 1
Copper 0.000600 U 0.0100  0.000600 mg/L 08/27/15 12:02 08/28/15 12:22 1
Lead 0.00219 U 0.0100 0.00219 mg/L 08/27/15 12:02 08/28/15 12:22 1
Manganese 0.001100 J 0.0100  0.000360 mg/L 08/27/15 12:02 08/28/15 12:22 1
Nickel 0.000800 U 0.0100  0.000800 mg/L 08/27/15 12:02 08/28/15 12:22 1
Selenium 0.00287 U 0.0400 0.00287 mg/L 08/27/15 12:02 08/28/15 12:22 1
Silver 0.00129 U 0.0100 0.00129 mg/L 08/27/15 12:02 08/28/15 12:22 1
Zinc 0.007400 J 0.0300 0.00143 mg/L 08/27/15 12:02 08/28/15 12:22 1
Lab Sample ID: LCS 600-170442/2-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170557 Prep Batch: 170442
Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Arsenic 1.00 1.028 mg/L - 103  85.115
Barium 1.00 1.019 mg/L 102 85-115
Cadmium 0.500 0.5163 mg/L 103  85-115
Chromium 1.00 1.013 mg/L 101  85-115
Copper 1.00 1.004 mg/L 100 85.115
Lead 1.00 1.022 mg/L 102 85-115
Manganese 1.00 1.031 mg/L 103 85-115
Nickel 1.00 1.021 mg/L 102  85-115
Selenium 1.00 1.029 mg/L 103  85-115
Silver 0.500 0.5252 mg/L 105 85-115
Zinc 1.00 1.010 mg/L 101  85-115
Method: 245.1 - Mercury (CVAA)
Lab Sample ID: MB 600-170383/7-A Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170454 Prep Batch: 170383
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Mercury 0.0820 U 0.200 0.0820 ug/L ~ 08/27/1506:42 08/27/15 12:18 1
Lab Sample ID: LCS 600-170383/8-A ~50 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170454 Prep Batch: 170383
Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Mercury 153 159.7 ug/L - 104 85.115
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QC Sample Results

Client: ENTACT, LLC
Project/Site: Malone TX Superfund SW

TestAmerica Job ID: 600-116917-1

Method: 1664A - HEM and SGT-HEM by Extraction and Gravimetry

Lab Sample ID: MB 600-170554/1-A
Matrix: Water
Analysis Batch: 170555

Client Sample ID: Method Blank
Prep Type: Total/NA
Prep Batch: 170554

MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
HEM 1.00 U 3.00 1.00 mg/L ~ 08/28/1512:09 08/28/15 12:13 1
Lab Sample ID: LCS 600-170554/2-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170555 Prep Batch: 170554
Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
HEM 40.0 38.50 mg/L o 96 79-114

Method: 2540 D-1997 - Solids, Total Suspended (TSS) - SM Online, 2011

Lab Sample ID: MB 600-170450/1
Matrix: Water
Analysis Batch: 170450

Client Sample ID: Method Blank
Prep Type: Total/NA

MB MB

Analyte Result Qualifier RL RL Unit D Prepared Analyzed Dil Fac
Total Suspended Solids 2.00 U 2.00 2.00 mg/L B 08/27/15 06:45 1
Lab Sample ID: LCS 600-170450/2 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170450

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Total Suspended Solids 1200 1186 mg/L B 99 90-110

Method: 335.4 - Cyanide, Total (Semi-Automated Colorimetry)

Lab Sample ID: MB 600-170364/10
Matrix: Water
Analysis Batch: 170364

Client Sample ID: Method Blank
Prep Type: Total/NA

MB MB

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Cyanide, Total 3.08 U 10.0 3.08 ug/L n 08/26/15 21:05 1
Lab Sample ID: HLCS 600-170364/11 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170364

Spike HLCS HLCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Cyanide, Total 300 288.9 ug/L a 96 90-110
Lab Sample ID: LCS 600-170364/12 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170364

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Cyanide, Total 100 98.71 ug/L a 99  90-110
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QC Sample Results
Client: ENTACT, LLC TestAmerica Job ID: 600-116917-1
Project/Site: Malone TX Superfund SW

Method: 335.4 - Cyanide, Total (Semi-Automated Colorimetry) (Continued)

Lab Sample ID: LLCS 600-170364/13 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170364

Spike LLCS LLCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Cyanide, Total 40.0 40.91 ug/L 102  90-110

Method: 8000 - Chemical Oxygen Demand (COD) Colorimetric

Lab Sample ID: MB 600-170462/3 Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170462
MB MB

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Chemical Oxygen Demand 246 U 10.0 2.46 mg/L B 08/27/15 08:00 1
Lab Sample ID: LCS 600-170462/4 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170462

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Chemical Oxygen Demand 75.0 75.24 mg/L o 100 90-110

Method: 9040B - pH

Lab Sample ID: LCS 600-170408/1 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 170408

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
pH 7.00 7.010 Su 100 99-101

TestAmerica Houston
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Client: ENTACT, LLC

QC Association Summary

Project/Site: Malone TX Superfund SW

TestAmerica Job ID: 600-116917-1

GC/MS VOA
Analysis Batch: 170410
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 624
LCS 600-170410/4 Lab Control Sample Total/NA Water 624
LCSD 600-170410/5 Lab Control Sample Dup Total/NA Water 624
MB 600-170410/9 Method Blank Total/NA Water 624
GC/MS Semi VOA
Prep Batch: 170381
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 625
LCS 600-170381/2-A Lab Control Sample Total/NA Water 625
MB 600-170381/1-A Method Blank Total/NA Water 625
Analysis Batch: 170502
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 625 170381
LCS 600-170381/2-A Lab Control Sample Total/NA Water 625 170381
MB 600-170381/1-A Method Blank Total/NA Water 625 170381
Metals
Prep Batch: 170383
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 2451
LCS 600-170383/8-A 750 Lab Control Sample Total/NA Water 245.1
MB 600-170383/7-A Method Blank Total/NA Water 245.1
Prep Batch: 170442
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 200.7
LCS 600-170442/2-A Lab Control Sample Total/NA Water 200.7
MB 600-170442/1-A Method Blank Total/NA Water 200.7
Analysis Batch: 170454
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 2451 170383
LCS 600-170383/8-A 50 Lab Control Sample Total/NA Water 2451 170383
MB 600-170383/7-A Method Blank Total/NA Water 2451 170383
Analysis Batch: 170557
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 200.7 170442
LCS 600-170442/2-A Lab Control Sample Total/NA Water 200.7 170442
MB 600-170442/1-A Method Blank Total/NA Water 200.7 170442
General Chemistry
Analysis Batch: 170364
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 3354
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QC Association Summary
Client: ENTACT, LLC TestAmerica Job ID: 600-116917-1

Project/Site: Malone TX Superfund SW

General Chemistry (Continued)
Analysis Batch: 170364 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
HLCS 600-170364/11 Lab Control Sample Total/NA Water 3354
LCS 600-170364/12 Lab Control Sample Total/NA Water 3354
LLCS 600-170364/13 Lab Control Sample Total/NA Water 335.4
MB 600-170364/10 Method Blank Total/NA Water 3354

Analysis Batch: 170408
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 9040B
LCS 600-170408/1 Lab Control Sample Total/NA Water 9040B

Analysis Batch: 170450
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 2540 D-1997
LCS 600-170450/2 Lab Control Sample Total/NA Water 2540 D-1997
MB 600-170450/1 Method Blank Total/NA Water 2540 D-1997

Analysis Batch: 170462
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 8000
LCS 600-170462/4 Lab Control Sample Total/NA Water 8000
MB 600-170462/3 Method Blank Total/NA Water 8000

Prep Batch: 170554
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 1664A
LCS 600-170554/2-A Lab Control Sample Total/NA Water 1664A
MB 600-170554/1-A Method Blank Total/NA Water 1664A

Analysis Batch: 170555
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
600-116917-1 East Impoundment Total/NA Water 1664A 170554
LCS 600-170554/2-A Lab Control Sample Total/NA Water 1664A 170554
MB 600-170554/1-A Method Blank Total/NA Water 1664A 170554
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Lab Chronicle
Client: ENTACT, LLC TestAmerica Job ID: 600-116917-1
Project/Site: Malone TX Superfund SW

Client Sample ID: East Impoundment Lab Sample ID: 600-116917-1

Date Collected: 08/26/15 07:00 Matrix: Water

Date Received: 08/26/15 09:28

Batch Batch Dil Initial Final Batch Prepared

Prep Type Type Method Run Factor  Amount Amount Number or Analyzed Analyst Lab
Total/NA Analysis 624 1 5mL 5mL 170410 08/28/15 00:19 DT1 TAL HOU
Total/NA Prep 625 500 mL 0.5mL 170381 08/27/1510:23 LER TAL HOU
Total/NA Analysis 625 1 500 mL 0.5 mL 170502 08/28/15 09:30 KP1 TAL HOU
Total/NA Prep 200.7 50 mL 50 mL 170442 08/27/1512:02 NER TAL HOU
Total/NA Analysis  200.7 1 50 mL 50 mL 170557 08/28/15 12:33 DCL TAL HOU
Total/NA Prep 2451 40 mL 40 mL 170383 08/27/15 06:42 SCG TAL HOU
Total/NA Analysis  245.1 1 40 mL 40 mL 170454 08/27/15 13:20 SCG TAL HOU
Total/NA Prep 1664A 950 mL 1000 mL 170554 08/28/15 12:09 EAT TAL HOU
Total/NA Analysis  1664A 1 950 mL 1000 mL 170555 08/28/15 12:13 EAT TAL HOU
Total/NA Analysis 2540 D-1997 1 500 mL 500 mL 170450 08/27/15 06:46 EC1 TAL HOU
Total/NA Analysis  335.4 1 50 mL 50 mL 170364 08/26/15 21:20 EAS TAL HOU
Total/NA Analysis 8000 1 2mL 2mL 170462 08/27/15 08:00 EC1 TAL HOU
Total/NA Analysis  9040B 1 50 mL 170408 08/26/15 19:05 KRD TAL HOU

Laboratory References:
TAL HOU = TestAmerica Houston, 6310 Rothway Street, Houston, TX 77040, TEL (713)690-4444

TestAmerica Houston
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Certification Summary

Client: ENTACT, LLC TestAmerica Job ID: 600-116917-1
Project/Site: Malone TX Superfund SW

Laboratory: TestAmerica Houston

All certifications held by this laboratory are listed. Not all certifications are applicable to this report.

Authority Program EPA Region Certification ID Expiration Date
Arkansas DEQ State Program 6 15-045-0 08-04-16
Louisiana NELAP 6 01967 06-30-16
Oklahoma State Program 6 2014-019 08-31-15
Texas NELAP 6 T104704223-15-16 10-31-15
USDA Federal P330-14-00192 06-06-17
Utah NELAP 8 TX000832014-4 11-30-15

Laboratory: TestAmerica Nashville
The certifications listed below are applicable to this report.

Authority Program EPA Region Certification ID Expiration Date
Texas NELAP 6 T104704077 08-31-16

TestAmerica Houston
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Login Sample Receipt Checklist

Client: ENTACT, LLC

Login Number: 116917
List Number: 1
Creator: Jackson, Falynn E

Job Number: 600-116917-1

List Source: TestAmerica Houston

Question Answer Comment

Radioactivity wasn't checked or is </= background as measured by a N/A Lab does not accept radioactive samples.

survey meter.

The cooler's custody seal, if present, is intact. True

Sample custody seals, if present, are intact. True

The cooler or samples do not appear to have been compromised or True

tampered with.

Samples were received on ice. True

Cooler Temperature is acceptable. False Received same day of collection; chilling
process has begun.

Cooler Temperature is recorded. True 6.8

COC is present. True

COC is filled out in ink and legible. True

COC is filled out with all pertinent information. True

Is the Field Sampler's name present on COC? True

There are no discrepancies between the containers received and the COC.  True

Samples are received within Holding Time. True

Sample containers have legible labels. True

Containers are not broken or leaking. True

Sample collection date/times are provided. True

Appropriate sample containers are used. True

Sample bottles are completely filled. True

Sample Preservation Verified. True

There is sufficient vol. for all requested analyses, incl. any requested True

MS/MSDs

Containers requiring zero headspace have no headspace or bubble is True

<6mm (1/4").

Multiphasic samples are not present. True

Samples do not require splitting or compositing. True

Residual Chlorine Checked. N/A Check done at department level as required.
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